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Abstract. Blood pulse wave velocity (PWV) is an impor-
tant physiological parameter that characterizes vascular
stiffness. In this letter, we present electrocardiogram-
synchronized, photoacoustic microscopy for noninvasive
quantification of the PWV in the peripheral vessels of living
mice. Interestingly, blood pulse wave-induced fluctuations
in blood flow speed were clearly observed in arteries and
arterioles, but not in veins or venules. Simultaneously
recorded electrocardiograms served as references to mea-
sure the travel time of the pulse wave between two cross
sections of a chosen vessel and vessel segmentation analysis
enabled accurate quantification of the travel distance.
PWVs were quantified in ten vessel segments from two
mice. Statistical analysis shows a linear correlation between
the PWV and the vessel diameter which agrees with known
physiology. © 2012 Society of Photo-Optical Instrumentation Engineers
(SPIE). [DOI: 10.1117/1.JBO.17.7.070504]
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Cardiovascular diseases, particularly hypertension and athero-
sclerosis, often induce pathological changes to arterial compli-
ance and resistance.1,2 Consequent pathological change in local
blood pulse wave velocity (PWV) has been widely adopted as a
robust disease indicator.2,3 Traditional Doppler ultrasound has
been used for PWV measurements, however, it is limited to
large trunk vessels.1,4,5
Photoacoustic microscopy (PAM) is capable of high sensitiv-
ity, high resolution, and noninvasive vascular imaging in vivo,6
extending PWV measurements to small peripheral vessels. In
this letter, by simultaneously monitoring blood flow speed
and cardiac pulsation using a combined PAM-electrocardiogra-
phy (ECG) system, we demonstrated the first in vivo photoa-
coustic measurement of the PWV in the mouse peripheral
vasculature.
The dual-modal system consists of a second-generation opti-
cal-resolution PAM (OR-PAM) system7 and a home-made ECG
recorder, as seen in Fig. 1. In OR-PAM, the outputs of a solid-
state laser (SPOT, Elforlight) and a wavelength-tunable laser
system (pump laser: INNOSLAB, Edgewave; dye laser:
CBR-D, Sirah) were combined using a beam splitter to provide
pulse-to-pulse wavelength switching for the measurement of
hemoglobin oxygen saturation (SO2). The combined laser
beam was spatially filtered by an iris (ID25SS, Thorlabs; aper-
ture size: 2 mm), focused by a condenser lens (LA1131, Thor-
labs) through a 50-μm-diameter pinhole (P50C, Thorlabs), and
then coupled into a single-mode fiber (PA-460A-FC-2, Thor-
labs). A tunable neutral density filter (NDC-50C-2M, Thorlabs)
was placed before the fiber coupler to regulate the intensity of
the incident beam. The fiber output was collimated by a micro-
scope objective (RMS4X, Thorlabs), reflected by a mirror, and
re-focused by a second identical objective to achieve nearly dif-
fraction-limited optical focusing (focal diameter: 2.6 μm). A
home-made acoustic-optical beam combiner, containing an
oil-filled interface, was placed beneath the objective to align
the optical excitation and ultrasound detection coaxially and
confocally. The generated photoacoustic wave was focused
by an acoustic lens, detected by an unfocused ultrasonic trans-
ducer (V214-BB-RM, Olympus-NDT), and amplified by two
24-dB cascaded electrical amplifiers (ZFL 500LN, Mini-Cir-
cuits). Electrocardiograms were simultaneously recorded with
three electrodes, one connected to the ground, one to a front
leg, and one to a hind leg of a mouse. The ECG signals
were then amplified by a high-gain differential amplifier
(Model 3000, A-M systems). The acquired photoacoustic and
ECG signals were digitized by a dual-channel high-resolution
digitizer (NI PCI 5124, National Instruments Corporation)
and stored in a computer for offline data processing.
To study the differential responses of arteries and veins to the
cardiac pulsation, we identified the major arteries and veins, in a
5 × 2.5 mm2 region of interest in a mouse ear, using a dual-
wavelength OR-PAM measurement (532 nm from the SPOT
laser and 563 nm from the Sirah laser), as seen in Fig. 2(a).
Then, two cross sections, one from an artery and one from a
vein and depicted by arrows in Fig. 2(a), were selected for a
30-second OR-PAM monitoring of the blood flowduring
which an electrocardiogram was simultaneously recorded. Fig-
ure 2(b) and 2(c) showed representative one-second segments of
the recorded blood flow and ECG patterns in the artery and vein,
respectively. Fourier analysis of the entire 30-second blood flow
pattern and electrocardiogram showed a strong pulsation-
induced oscillation tone in the arterial blood flow, as seen in
Fig. 3(d), but not the venous flow, as shown in Fig. 3(e),
which is consistent with previously reported observations.4 Phy-
siologically speaking,8 arterial blood is actively transported by
the beating of the heart. In contrast, the transportation of venous
blood is passively regulated by valves and driven by the skeletal-
muscle neither have a correlation with heart beat. Therefore, we
focused on PWV measurements in peripheral arteries and
arterioles.
By definition, PWV is the distance traveled, Δl, by the blood
pulse wave divided by the corresponding travel time,Δt. Ideally,
to measure Δt, the blood flow patterns at both the starting and
ending points of the travel path should be recorded simulta-
neously. However, our current OR-PAM system is based on
focused scanning, which allows flow patterns to be monitored
at only one location at a time.
To solve this problem, we simultaneously recorded ECG sig-
nals as references, a technique previously adopted for ultra-
sound-based PWV measurements.9 As shown in Fig. 3(a),
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the ECG and blood flow patterns were divided into single-period
segments according to the R-spike of the ECG signal in each
cardiac cycle. Then, all the single-period segments of the
flow patterns, indicated by the thin blue curves in Fig. 3(b),
were aligned according to their corresponding ECG R-spikes
to compute an average, which is depicted by the thick black
curve in Fig. 3(b). For more accurate quantification of Δt,
the average was correlated with the raw flow pattern in each
period and those with poor cross-covariance, cross-covariance
coefficient <0, were discarded, as indicated by the thin blue
curves in Fig. 3(c). The remaining raw single-period flow pat-
terns were re-averaged over all periods. The average flow pat-
terns acquired at the starting, shown by the red solid curve in
Fig. 3(d), and ending, indicated by the black dashed curve in
Fig. 3(d), points of the travel path were compared to compute
Δt using cross-covariance. Furthermore, the travel distance, Δl,
was measured along the vessel axis using vessel segmentation
analysis.10 With experimentally measured Δl and Δt, the PWV
was computed by taking the ratio.
Given the limited temporal resolution of 0.65 ms in our cur-
rent measurement of blood flow, a Δl of ∼1 mm was preferred
to ensure that a PWVof up to 160 cm∕s can be measured. How-
ever, Δl should never exceed the vascular length between two
adjacent bifurcation points because vascular bifurcation might
induce abrupt changes to the phase of the pulse wave. Increasing
Δl can further extend the maximum measurable PWV, at the
expense of localizability. Alternatively, higher repetition-rate
pulsed lasers can improve the temporal resolution, thereby,
enhancing the measurability of a large PWV without sacrificing
the localizability. The minimum measurable PWV is determined
by the minimum Δl and maximum Δt. The minimum Δl is
2.6 μm, the lateral resolution of our OR-PAM system. To
avoid phase ambiguity, the maximum measurable Δt is
167 ms, the average time duration between two adjacent cardiac
pulses. Thus, a PWV as low as 1.6 × 10−3 cm∕s can be
measured.
According to known physiology, the PWVis roughly linearly
proportional to the vessel diameter in normal physiological con-
ditions.5,11 As a validation, we measured the PWVs in ten arter-
ial/arteriolar vessel segments, with various diameters, from two
nude mice (Hsd:Athymic Nude-FoxnlNU, Harlan) of the same
Fig. 1 Schematic of the ECG-synchronized OR-PAM system for PWV
measurement. λ, wavelength; BS, beam splitter; ConL, condenser
lens; ND, neutral density; FC, fiber collimator; SMF, single-mode
fiber; CorL, correction lens; RAP, right-angle prism; SO, silicone oil;
RhP, rhomboid prism; US, ultrasonic transducer; FL, foreleg; HL,
hind leg; PC, personal computer.
Fig. 2 Differential responses of artery and vein to cardiac pulsation.
(a) Dual-wavelength (532 nm and 563 nm) OR-PAM of SO2 in a
nude mouse ear. A, a cross section in the artery; V , a cross section
in the vein. (b) Simultaneous measurements of the arterial flow
speed at cross section; A (top) and ECG (bottom). (c) Simultaneous mea-
surements of the venous flow speed at cross section V (top) and ECG
(bottom). (d) Normalized power spectra of the arterial flow speed (top)
and ECG (bottom) signals shown in (b). (e) Normalized power spectra of
the venous flow speed (top) and ECG (bottom) signals shown in (c).
Fig. 3 Four-step procedure for PWV quantification. (a) Simultaneously
recorded blood flow patterns and ECG are divided into single-period
segments according to the R-spike of the ECG signal in each cardiac
cycle. (b) The single-period raw flow segments are aligned according
to the ECG R-spikes and then averaged. (c) The average flow pattern
is correlated with the raw flow pattern in each period, and the outliers
with negative correlations are discarded. (d) The average flow patterns
acquired at the starting and ending points of the travel path are aligned
according to their ECG counterparts, and the travel time of the pulse
wave is computed using cross-covariance.
Journal of Biomedical Optics 070504-2 July 2012 • Vol. 17(7)
JBO Letters
Downloaded From: http://biomedicaloptics.spiedigitallibrary.org/ on 06/29/2016 Terms of Use: http://spiedigitallibrary.org/ss/TermsOfUse.aspx
batch. Figure 4 shows the experimentally measured PWV versus
the vessel diameter. A linear correlation between the PWV and
the vessel diameter was observed, with an r-value of 0.999 and a
p-value of 0.012. The slope of the linear regression was 2.77,
which agreed with the values reported in the literature.5,11 For
vessels larger than 80 μm in diameter, our present method failed
to give a reasonable estimation of the PWV. The error is likely
caused by the inadequate temporal resolution in resolving the
short travel time due to a high PWV. Also, fluctuation in the
ECG frequency, when measuring at the starting and ending
points of the chosen travel path, contributes to inaccuracy.
In conclusion, we have demonstrated, for the first time, an
ECG-synchronized photoacoustic method for noninvasive mea-
surements of the PWV in mouse peripheral microvessels. Strong
correlations between the simultaneously recorded ECG and the
blood flow patterns were observed in arteries and arterioles, but
not in veins and venules. Furthermore, a linear relationship
between PWV and vessel diameter was observed experimen-
tally, which is in good agreement with the data in the lit-
erature.5,11
Complementary to ultrasonic measurements of PWV in the
aorta, OR-PAM is capable of measuring the PWV in peripheral
microvessels. According to the Moens–Korteweg equation,2
PWV is closely associated with vascular stiffness, vessel wall
thickness, and blood density. This innovation holds the potential
to study a broad range of peripheral cardiovascular diseases,
including diabetes and hypertension, by providing a metric of
local vascular stiffness and blood pressure.2 Extending this
method to intravascular photoacoustic endoscopy12 can
potentially enable early diagnosis of arteriosclerosis.13 Further-
more, combining PWV with previously quantified vascular
anatomy, SO2, blood flow, and the metabolic rate of oxygen,
14
can provide a comprehensive characterization of cardiovascular
diseases.
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show a linear relationship with an r-value of 0.999 and a p-value of
0.012.
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